MICROPROCESSEUR (CPU) , 

MICROPROCESSOR 

REPERAGE DES COMPOSANTS COMPONENT IDENTIFICATION 




REPERAGE DU CONNECTEUR 



CONNECTOR PIN-OUT 



Presence aiimentatioa Signal issu de la carte Redresseur. 4 

iRQ : Demanded’ interruption issuedu panneau AV Commutateurs — * 6 
Registres et options 04/C5 

RESET Vers panneau AV. analogique, Registres, options 04 7 

et 05 

1 kHz m issu de la Base de Temps. 8 

2,5 MHz ± Af issu de l T interpolates. 12 



BUS INTERNE DONNEES 
Sorties et Entrees 
vers/issues Compteurs, Registres 
et panneau AV. analogique. 
et Panneau AV. Commutateurs 




1 MHzru (E) Vers Compteurs, Registres, Commutateurs 24 

et Panneau AV. analogique. 



BUS INTERNE ADRESSES 

Sorties vers Compteurs, Registres, 

Commutateurs et Panneau AV. analogique. 

R/W (read/write) : Entrees/sorties vers Option 04 - 

4 MHz issu de la Base de Temps 

+ 1 2 V pilote. 

4- 12 V 

+ 5 V 



— 12 V 




Les broches non mentionn6es ne soot pas connectees 



AO — 26 

A1 27 

A2 28 

A3 29 

A4 30 

A5 31 

A6 32 

33 

36 

43 

44 

45-46 — 

47 — 

1 9-10-11-21 
l 22-23-34-37 

NC — 



"Pow er supply present” signal from rectifier card 
IRQ : Interrupt request from switches front 
panel, re gisters and 04/05 options. 

RESET : To analogue front panel, registers 
and 04 and 05 options. 

1 kHzfllfrom timbebase 

2.5 MHz ± a f from interpolator module 



DO 

D1 

D2 

D3 

D4 

D5 

D6 

D7 



INTERNAL DATA BUS 
Counters, registers and analogue ' 
front panel I/O s 
and switches front panel. 



1 MHzru (E) to counters, registers, switches 
and analogue front panel. 



AO \ 
A1 1 
A2 I 
A3 } 
A4 \ 
A5 1 
A6 1 



INTERNAL ADDRESS BUS 
Outputs to counters, registers, 
switches and analogue 
front panel 



R/W (read/write) : option 04 I/O s 
4 MHz from timebase 



V 12 V pilot f 

— + 12 V 

— +5 V 

— — 12 V 

— Pins not listed not connected. 














